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Abstract
Background: Brain activity has been investigated by several methods with different principles,
notably optical ones. Each method may offer information on distinct physiological or pathological
aspects of brain function. The ideal instrument to measure brain activity should include
complementary techniques and integrate the resultant information. As a "low cost" approach
towards this objective, we combined the well-grounded electroencephalography technique with
the newer near infrared spectroscopy methods to investigate human visual function.
Methods: The article describes an embedded instrumentation combining a continuous-wave near-
infrared spectroscopy system and an electroencephalography system to simultaneously monitor
functional hemodynamics and electrical activity. Near infrared spectroscopy (NIRS) signal depends
on the light absorption spectra of haemoglobin and measures the blood volume and blood
oxygenation regulation supporting the neural activity. The NIRS and visual evoked potential (VEP)
are concurrently acquired during steady state visual stimulation, at 8 Hz, with a b/w "windmill"
pattern, in nine human subjects. The pattern contrast is varied (1%, 10%, 100%) according to a
stimulation protocol.
Results:  In this study, we present the measuring system; the results consist in concurrent
recordings of hemodynamic changes and evoked potential responses emerging from different
contrast levels of a patterned stimulus.
The concentration of [HbO2] increases and [HHb] decreases after the onset of the stimulus. Their
variation shows a clear relationship with the contrast value: large contrast produce huge difference
in concentration, while low contrast provokes small concentration difference. This behaviour is
similar to the already known relationship between VEP response amplitude and contrast.
Conclusion: The simultaneous recording and analysis of NIRS and VEP signals in humans during
visual stimulation with a b/w pattern at variable contrast, demonstrates a strong linear correlation
between hemodynamic changes and evoked potential amplitude. Furthermore both responses
present a logarithmic profile with stimulus contrast.
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Background
Several methods to investigate brain activity have been
proposed to date [1]. The most common techniques can
be classified in terms of the task measured: neural activity
or hemodynamics. Magnetoencephalography and electro-
encephalography measure neural activity directly via mag-
netic and electrical fields exhibiting excellent temporal
resolution but poor spatial resolution [2,3]. In contrast to
these methods, emission tomography, functional mag-
netic resonance and near-infrared spectroscopy measure
hemodynamic changes associated with neural activation
[4,5]. In particular, emission tomography measures cere-
bral metabolic rate of oxygen and cerebral blood flow,
whereas functional magnetic resonance measures blood
flow and blood oxygenation level dependent (BOLD)
changes. Both these methods offer excellent spatial resolu-
tion but limited temporal performance. On the other
hand, near-infrared spectroscopy overcomes the temporal
resolution limitation of these techniques offering none-
theless intermediate spatial resolution performance.
An important feature of all these techniques is their con-
trast-to-noise ratio, i.e. task-induced change relative to
background noise. Each method has peculiarities that
emphasize certain mechanisms involved in stimulus per-
ception or interpretation, e.g. electrical/magnetic mecha-
nisms, mechanical/thermal mechanisms or
hemodynamic mechanisms. Many variables come into
play in the gamut of brain activities, and thus the integra-
tion of different techniques may represent an appropriate
strategy.
Motion artefacts must be addressed for all these tech-
niques, even if some methods, such as electroencephalog-
raphy, are relatively less sensitive to motion as compared
to others, e.g. the combination of electroencephalography
and near infrared spectroscopy may provide a more relia-
ble interpretation of brain activity.
Over the last decades, great improvements have been
achieved in the investigation of the human brain by these
techniques [1-5]. Nevertheless, it would be advantageous
to simultaneously observe both neural and hemodynamic
activity. The design of such instrumentation might also
encourage more cross talk among scientists studying the
intricate complexities of this process.
In this framework, we present a system combining a con-
tinuous-wave near infrared spectrometer (NIMO, NIROX
srl, Italy) and an electroencephalography system. A single
personal computer is used to record and process signals
and to control the visual stimulation during the experi-
ments. This design allows comparison between neural
electrical activity (evoked potential signals) and hemody-
namic response (near infrared spectroscopy) triggered by
the same stimulation.
After a discussion on the basic theory, measuring principle
and system configuration, we present an application of
the instrument through experimental results obtained
from stimulation of the human visual system with differ-
ent contrast levels.
Methods
A. Measuring principle
Near infrared spectroscopy and electroencephalography
have a complementary role in extracting spatial and tem-
poral information on direct (electrical) or indirect (meta-
bolic) neural activity. Near infrared spectroscopy, which
measures the light absorption spectra of hemoglobin,
directly measures changes in blood volume and blood
oxygenation supporting neural activity [4]. Electroen-
cephalographic technique is sensitive to variations in elec-
trical potential in brain tissue caused by neuron
depolarization and repolarization [2]. These methods
reflect different aspects of the underlying physiological
mechanisms, which include both vascular metabolic and
electrophysiological processes mutually interacting in the
visual cortex during visual stimulation.
B. Near infrared spectroscopy
Near Infrared Spectroscopy (NIRS) is a well-known opti-
cal technique first proposed by Franz Jöbsis in 1977 for in-
vivo investigation of tissue oxygenation [6]. NIRS is based
on the transparency of tissue to light in the spectral range
between 700 and 1000 nm combined with the chromo-
phore content of tissues: mainly water, deoxyhemoglobin
and oxyhemoglobin.
It has been well documented that NIRS is a useful tech-
nique for investigating cerebral hemodynamic changes in
humans [4]. However, due to the relatively high scattering
of the skull and white matter coefficients, it is difficult for
NIR photons to penetrate the head for a depth greater
than few centimetres. For this reason, NIRS is essentially
limited to assessing cortical function [7,8].
The hemodynamic changes measured with NIRS are often
called slow signals because they occur within seconds
after brain activity begins. It has also known that NIRS has
the capability to non-invasively measure neural activity
[9-11]. Compared with the slow hemodynamic response,
the neural signal (named "fast signal") occurs within mil-
liseconds after stimulation. Researchers suggest that this
signal originates from action potentials and the conse-
quent swelling of the neural cells or from a brief period of
anaerobic metabolism that somehow alters tissue trans-
parency [12].BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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Theory describing the migration of NIR photons through
tissue is widely discussed in the literature [13-16]. The
most accurate model is based on the photon diffusion
equation that can be solved assuming that photons in tis-
sue perform a random walk dominated by the high value
of the scattering coefficient. This assumption is reasonable
in near-infrared spectral region since the transport scatter-
ing coefficient μ's(λ) is about 50 times larger than the
absorption coefficient μa(λ) in human tissues.
In our previous paper [17], we proposed to combine this
model with the knowledge of water concentration in
human tissue. This approach allows the absolute varia-
tions of μa(λ) and μ's(λ) as well as changes in oxygenated
and deoxygenated hemoglobin concentration (Δ[HbO2]
and Δ[HHb], respectively) to be measured according to
the following system of equations:
where λ1, λ2 and λ3 represent the wavelengths of the pho-
tons used to explore the tissue, whereas αHbO2 and αHHb are
the extinction coefficients of oxyhemoglobin and deoxy-
hemoglobin, respectively. The solution of this system is
achieved by minimizing the least square errors.
C. Electroencephalography
ElectroEncephaloGraphy (EEG) is a common technique
for recording the scalp surface electrical signal originating
from electrical activity of the underlying brain structures.
It includes complex information coming from all cerebral
areas, and the signal amplitude, due to various somato-
sensorial stimulation, is maximal for electrodes located
around the {associated/underlying} brain area. Essen-
tially, the occipital area produces a response, as an EEG
variation, for visual stimulation. Consequently, an inter-
national standardization for electrode placement has
been introduced with the 10–20 System: the electrode
positions O1 and O2 correspond to the left and right occip-
ital hemisphere, respectively. A total visual field stimula-
tion induces a similar response in both locations, which
can be used to study visual functioning.
However, when attempting to extract the visual response
signal from the EEG, the very low signal-to-noise ratio
imposes the need to acquire several EEG recordings to
obtain reliable data and to process the pooled signals by
means of averaging techniques to detect and evaluate spe-
cific evoked signals. Therefore, to improve the signal-to-
noise ratio, the brain response must not be corrupted by
other synchronous neural activities during boxcar averag-
ing. When the sensory system involved in stimulation is
the visual system, the response obtained from EEG
through averaging is defined Visual Evoked Potential
(VEP). The averaging algorithm implies the need for repet-
itive stimulation; depending on the stimulation intensity,
normally 40 to 100 stimulations are needed to recover the
VEP. The stimulation intensity is normally denoted
according to some parameter of the stimulus applied; in
our case we chose contrast, defined as  , where L1
and L2 are the luminance values of adjacent areas of the
stimulus. The VEP is interpreted as a function of time,
VEP(t); its RMS value is defined as:
where VEPk (k = 1,..., N) are the discrete values of the VEP
after A/D conversion. VEPrms  is the parameter strictly
related to variation of the stimulus contrast, as we will see.
D. System description
1. Block diagram and basic functions
The block diagram of the developed measuring setup is
shown in Figure 1. It consists of four main blocks: (a)
optical unit, (b) electrical unit, (c) visual stimulation and
electro-optical recording interface, and (d) control unit.
2. Optical unit
In our previous paper [17], to overcome coupling between
the scattering and absorption coefficients, we described a
NIR-CWS instrument that allows quantitative assessments
exploiting precise absorption measurements close to 975
nm, the absorption peak of water. Moreover, this system
exploits an original detection scheme based on a time var-
iant filter that approaches optimum shaping (in terms of
signal to noise ratio) and has good rejection of photode-
tector offset, ambient light, and signal fluctuations due to
probe movements. In this study we use the commercial
release of our system produced by a spin-off company of
our University: NIROX srl.
To monitor two types of blood chromophores, we
employed three laser diodes emitting different wave-
lengths in the near-infrared spectral region. The emitted
radiation from each laser diode source is collimated into
a single fiber. The back-diffused light is collected by a 3
mm diameter liquid optical guide (VIS-NIR 77634, Oriel
Instruments, Germany).
The receiver unit was designed to maximize the signal-to-
noise ratio (SNR), reject continuous and alternate ambi-
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ent light and reduce the effects of artefacts induced by
optical head movement. It included a band-pass optical
filter (650–1000 nm), high-sensitivity large area ava-
lanche photodiode module (C5460-01, Hamamatsu,
Japan), shaping network described in our previous paper
[18], A/D converter (27.7 Hz) and USB interface to the
PC.
3. Electrical unit
The EEG signals were acquired using a cap with Ag/AgCl
electrodes, amplified through a custom analog condition-
ing system (0.1–100 Hz bandpass filter at 12 dB/octave,
gain of 50.000) and digitized at 250 Hz per channel,
through an A/D NI card (AT-MIO16E) plugged into the
PC. The software, based on the abWindows/CVI NI plat-
form, enables control and display of the acquired EEG
and processed VEP signals in real time.
4. Electro-optical recording interface and visual stimulation
Great care was devoted to develop a suitable and compli-
ant optical head. The design guidelines were focused on
obtaining optimal fiber-to-skin coupling to avoid exces-
sive pressure and motion artefacts. Moreover, since the
optimal measuring position and fiber placement are not
known a priori, we designed a variable fiber harness that
allows different source-detector configurations and pre-
cise placement on the brain region of interest. The devel-
oped optical head consists of two aluminum elements: a
Hollow Cube (HC) fixed on a polystyrene helmet and a
mobile Fiber Holder (FH). The HC offers a matrix of 8 × 8
different horizontal and vertical locations. This geometry
allows 16 different vertical sites and 16 horizontal sites to
be measured over the occipital area, with a distance
between two consecutive locations of 0.6 cm. This hollow
cube was designed to orient the fiber harness and thus fib-
ers orthogonal to the skin surface. The FH element can be
positioned and fixed to the HC element using a pair of
screws.
The FH can hold up to four illumination multimode fib-
ers and a collection liquid guide, as illustrated in Figure 2.
Its surface is black to prevent unwanted back reflected
light. To prevent discharge of the fibers from the optical
head once in contact with the tissue, we inserted an o-ring
for each fiber between the FH and a fixing Aluminum
Plate (AP in Figure 2).
As shown in Figure 3, a modified EEG-cap was designed
with a hole in the right side to house the CW-NIRS optical
head over the occipital area.
System design: (a) the optical unit is the NIMO CW-NIRS oxymeter, (b) the electrical unit includes the custom built analog  amplifier and filter and the A/D converter, (c) visual stimulation and electro-optical recording interface is provided by an LCD  projector, projection screen, optical head (Figure 2) and EEG-cap (Figure 3), and (d) the control unit is a personal computer  running the supervisor software Figure 1
System design: (a) the optical unit is the NIMO CW-NIRS oxymeter, (b) the electrical unit includes the custom built analog 
amplifier and filter and the A/D converter, (c) visual stimulation and electro-optical recording interface is provided by an LCD 
projector, projection screen, optical head (Figure 2) and EEG-cap (Figure 3), and (d) the control unit is a personal computer 
running the supervisor software. The optical and electrical units controlled by the personal computer are both used to moni-
tor the visual cortex. The same personal computer is used to control the LCD projector which generates the visual stimuli.BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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Stimuli are generated through a VSG2/2 (CRS ltd) video
card driven by custom software enabling control of lumi-
nance, contrast, spatial frequency and reversal frequency.
The stimulus selected for the experiment is a windmill
pattern, presenting decreasing spatial frequency content
from the center to periphery, to match retinal functional
organization. This pattern is projected on a large screen
(1152 × 864 mm) by an LCD projector at an angle of 30
degrees to the subject's eyes. Optical stimulation consists
of the reversal, at constant overall luminance, of a black
and white (b/w) checkered pattern at a rate of 8 Hz.
5. Control unit and signal processing
The supervisor software provides timing signals for the
start and duration of the stimulation and rest periods and
controls the signal acquisition of both the CW-NIRS and
EEG systems. The system is composed of two modules.
One module is dedicated to visual stimulation manage-
ment; through a series of panels it enables the user to drive
a Cambridge Instruments VSG/2 card installed on a PC to
display the spatial frequency alternating at 8 Hz with
appropriate intensity and contrast on a monitor. The sec-
ond module runs CW-NIRS and EEG acquisitions and
performs digital signal filtering.
E. Experimental protocol
Nine subjects ranging in age from 20 to 57 years were
examined. Each volunteer gave informed consent to par-
ticipate in our study and was adequately informed on the
protocol details.
All measurements were performed while subjects were
lying in a quiet room with dimmed light; after visual
adaptation, the experimental procedure was started as
soon as a stable baseline for both oxyhemoglobin and
deoxyhemoglobin concentration was reached.
Subjects were given different visual patterns. Because of
the symmetry of the pattern stimulus in the visual field,
similar VEP responses are obtained in the right and left
brain hemisphere among healthy subjects [19]. Thus the
EEG-cap was positioned under the polystyrene helmet
and the occipital EEG channel was placed in the standard
O1 location, whereas the CW-NIRS optical head was posi-
tioned over the standard O2 location. This recording lay-
out is shown in Figure 3, considering that the calcarine
sulcus varies widely in relation to cranial landmarks [20].
Therefore, the optical probe was placed vertically over the
right occipital region at the level of the calcarine sulcus.
The emitting fiber was positioned 1 cm to the right of the
midline to avoid the sagittal sinus, and 3.5 cm from the
collection liquid guide. Exploiting the different locations
available in the HC fixed in the helmet, we determined
that this was the best geometry to record signals associated
with visual cortex activity.
The fibre harness (FH) allows precise positioning of the illuminating fibers and collection liquid light guide a) Figure 2
The fibre harness (FH) allows precise positioning of the illuminating fibers and collection liquid light guide a). The helmet illus-
trates the hollow cube (HC) with the 8 × 8 possible locations over the visual cortex region b).BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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All measurements were performed while subjects were
lying in front of the screen. During the resting periods, a
grey screen with the same total luminance of the stimula-
tion pattern and with a central fixation cross was dis-
played. The subjects were asked to focus on the center of
the monitor throughout the experiment.
The experimental protocol consisted in four measurement
epochs. Each epoch included a twofold presentation: a 60
second "rest" period without stimulation, followed by the
inverting windmill pattern, lasting 60 seconds at a fre-
quency of 8 Hz. Figure 4 illustrates the four measurement
epochs and the corresponding visual stimulation.
The relationship between stimulus contrast and VEP
amplitude is well known [21]. Our aim was to verify if a
similar relationship holds between hemodynamic
response and contrast parameter; so we presented each
subject three stimulus-contrast levels. We assumed the
maximum contrast achievable from our LCD projector to
be 100%; the contrast value could be varied at 1% and
10% by the commands of the VSG/2 graphic card soft-
ware.
Results
A. Optical recording
The optical signals acquired by the CW-NIRS were con-
verted into concentration changes of oxygenated and
deoxygenated hemoglobin (Δ[HbO2] and Δ[HHb]
respectively) according to the theory described in our pre-
vious paper [17]. Data sets for each volunteer were ana-
lysed individually and expressed in micromolar
concentrations (μM). The signals to be analysed were
detrended to remove baseline drifts. The raw data clearly
showed a marked increment of the response amplitude
when the stimulus passed from the grey to windmill pat-
tern; another relevant aspect was the feature related to
heartbeat and other low frequency fluctuations (less than
EEG-cap and the relative electrodes locations Figure 3
EEG-cap and the relative electrodes locations. The VEP signal is recorded from O1 and referred to Cz a), whereas A1 is the 
ground reference according to the standard 10–20 system positions for electrodes b).BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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1 Hz). However, no clear fast response could be observed
in any subject.
To detect possible higher frequency components (starting
from 8 Hz, the reversal frequency of stimulation) a non-
parametric FFT algorithm was used on the [HbO2] sig-
nals. The analysis was extended to only Δ[HbO2] since
previous studies show that spontaneous fast oscillations
are most prominent in the [HbO2] signal [22]. We trans-
formed two time windows of 40 seconds: the first located
in the first rest period, whereas the second was chosen
during stimulation at maximum contrast.
Figure 5 shows the oscillatory changes in [HbO2] together
with the corresponding power spectral analysis for one
subject, typical of the whole group.
The power spectrum signal shows relevant components in
a variety of frequency bands. There is a pronounced peak
at the heart rate frequency around 1 Hz (P-waves), a broad
peak at the breathing rate around the range at 0.3–0.4 Hz
(R-waves) and a peak in the range around 0.1 Hz (M-
waves) [23].
Furthermore, harmonic components that have coherent
properties with these signals can be observed. This distri-
bution of slow hemodynamic trends indicates that light
penetrates into cortical tissue [24].
Around 8 Hz both spectra were essentially featureless,
thus, as reported by other researchers [24], we did not
observed the fast optical response to the windmill stimu-
lation. However, as discussed by Franceschini and Boas
[25], physiological fluctuations such as arterial pulsation
caused intensity changes 300–1500 times larger than
those expected from the fast signal. In Figure 5, the ratio
between the noise floor at 8 Hz and the arterial pulsation
changes is about 1/100, thus it is reasonable that no evi-
dence of the fast signal is present in our spectrum. Never-
theless, exploiting the high sensitivity of our instrument,
this controversial aspect could be investigated by averag-
ing several dozen trials obtained by synchronization
between stimulus and epoch acquisition.
On the other hand, slow hemodynamic changes are well
visible in all subjects tested.
As an example, Figure 6 shows the signals acquired from
one of the subjects as representative of typical Δ[HbO2]
and Δ[HHb] responses obtained from the occipital cortex.
The raw data was filtered using a moving average filter of
1.8 seconds to reduce the oscillatory changes reported in
Figure 5, i.e. mainly the heart and breathing rate. As
expected, the behaviour of oxygenated haemoglobin con-
centration reflects an increased activity of the visual cortex
during the visual stimulation period. In the figure, each
curve corresponds to the variation of concentration as
acquired by the NIMO system using different stimulus
contrasts, i.e. 1%, 10% and 100%. As shown previously in
fMRI experiments [26], the hemodynamic response
increases with stimulus contrast; this boost is directly
dependent on the analogous bust in neural activity.
Let us consider, for example, the results obtained at max-
imum stimulus contrast: the recorded signal presents a
reasonably stable baseline corresponding to the first 60
second non-stimulation period and variations of oxyhe-
moglobin concentration during stimulation. The b/w
windmill pattern stimulus induced an increase in
Δ[HbO2] concentration of about 3 μM. A rapid rise of the
signal was observed after a short delay and then a stable
level was maintained for the duration of the stimulus.
Experimental protocol adopted for visual stimulation Figure 4
Experimental protocol adopted for visual stimulation. During each stimulation epoch, the windmill pattern is reversed eight 
times per second.BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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Oscillatory changes in Δ[HbO2] together with the corresponding power spectral analysis for one subject, typical of the whole  group Figure 5
Oscillatory changes in Δ[HbO2] together with the corresponding power spectral analysis for one subject, typical of the whole 
group. A pronounced peak at the heart rate frequency around 1 Hz is clearly visible. Around the stimulation frequency, i.e. 8 
Hz, both spectra are essentially featureless.BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
Page 9 of 15
(page number not for citation purposes)
[HbO2] concentration returned to baseline after about 10
seconds. Figure 6 shows that the Δ[HHb] time-course is
quasi-complementary and has a very similar time scale.
After an initial stable baseline, [HHb] decreased in
response to stimulus in about 10 seconds. The lower con-
centration level remained constant up to the end of the
stimulus, when the baseline condition was restored
within 10 seconds.
Windmill pattern stimuli and the corresponding hemodynamic responses, as acquired by the CW-NIRS system Figure 6
Windmill pattern stimuli and the corresponding hemodynamic responses, as acquired by the CW-NIRS system. Each line of the 
figure corresponds to different stimulus-contrast levels: 1%, 10% and 100%. The gray regions represent the stimulation epochs.BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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The right column shows typical VEP signals, referred to a single subject, recorded after stimulation at increasing contrast (1, 10,  100%) Figure 7
The right column shows typical VEP signals, referred to a single subject, recorded after stimulation at increasing contrast (1, 10, 
100%). The left column contains VEPs recorded in a "without stimulus" condition: the subjects gaze at a uniform unpatterned 
screen. The large vertical arrows indicate the correspondence between the visual stimulation protocol and the recording dura-
tion, which lasts for 60 seconds. Each 60-second interval corresponds to the interval reported as a white/grey vertical strip in 
Figure 6.BioMedical Engineering OnLine 2007, 6:28 http://www.biomedical-engineering-online.com/content/6/1/28
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The measuring results recorded on the pooled subjects
showed a similar trend: the concentration of [HbO2]
increased and [HHb] decreased after the onset of stimula-
tion. As expected from previous studies [27], [HbO2]
increased at least twofold the magnitude of the decrease in
[HHb]. Hemodynamic response occurs within a few sec-
onds after visual stimulus begins. For all subjects consid-
ered, the response reaches its maximum about 20 seconds
after stimulus onset. The delay and the rise time of the sig-
nals were not apparently related to stimulus contrast. In
some recordings the signals reach a plateau and decline
after the stimulation period. The time course of the
changes recorded is consistent with previously reported
vascular responses over the occipital region [27,28].
B. Electrical recording
To quantify neural activity during resting and stimulation
conditions, we monitored the VEP signals. The alternation
of black and white checkered pattern of the stimulus
induced a corresponding fluctuation of the VEP signals,
acquired by averaging the EEG recordings. A null
response, as usual, was recorded when the subject was
looking at the screen displaying a uniform grey image
with the same total luminance as the patterned stimulus;
this response was used as comparison with those obtained
after stimulation.
Typical VEP signal responses are shown in Figure 7. Two
different trends can be observed: during the rest condition
(grey screen) there is no prominent frequency component
and the VEP amplitude is roughly null. During the stimu-
lation period the VEP signal presents a major oscillation
at twice (16 Hz) the reversal trigger frequency (8 Hz): as a
general rule, the retina is stimulated by pattern variations
and our stimulus gives two "black and white inversions"
for every triggering period. The VEP response, accordingly,
Δ[HbO2] (solid red circle) and Δ[HHb] (solid blue square) averaged over observers as a function of stimulus contrast Figure 8
Δ[HbO2] (solid red circle) and Δ[HHb] (solid blue square) averaged over observers as a function of stimulus contrast. The 
bars represent the standard errors (SE) evaluated over the nine subjects whereas the dashed lines represent the best logarith-
mic fit of the data.
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presents two main oscillations, thus confirming the corre-
lation between electrical activity and visual stimulation.
The VEP amplitude increases with contrast and, despite
the figure is referred to a single subject, it reflects the gen-
eral property of the vision system. Similar results have
been obtained in all subjects monitored. The correspond-
ence between visual stimulation protocol and recording
duration, which lasts for 60 seconds is evident in Figure 7.
Each 60-second interval corresponds to the interval
reported as a white/grey vertical strip in Figure 6.
As shown previously [21,29], VEP responses increased
with stimulus contrast; this increase was directly attribut-
able to the correspondingly increased neural activity.
Discussion
The overall purpose of this paper is to combine optical
and electrical recordings. Based on preliminary analyses
of individual averaged waveforms, we consider the aver-
age variations in [HbO2], [HHb] and VEPrms that occur
during stimuli and their correlation.
Filtered NIRS signals are considered to evaluate the varia-
tions of [HbO2] and [HHb] due to visual stimuli. The sig-
nal variation observed during each stimulation is
calculated as the difference of the average signal during
the stimulus and the average baseline recorded during the
rest period. The variations observed during the four
epochs were then averaged to obtain Δ[HbO2] and
Δ[HHb] for each subject.
 VEPrms (solid circle) averaged over observers as a function of stimulus contrast Figure 9
 VEPrms (solid circle) averaged over observers as a function of stimulus contrast. The bars represent the standard errors (SE) 
evaluated over the nine subjects whereas the dashed line represents the best logarithmic fit of the data.
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The EEG variations due to stimulus response is very small,
has a poor signal-to noise ratio and cannot be directly
extracted and measured from the EEG signal. This hap-
pens at every contrast value, so an averaging technique is
required to record a reliable VEP. A 60-second stimulation
at 8 Hz produces about 400 epochs to be averaged if an
"amplitude window" is applied to the EEG signal in order
to discard epochs containing excessively large amplitude
variations.
All the averaged signals showed reliable trends and good
signal-to-noise ratio, and they were accepted for the statis-
tical analysis, allowing the VEPrms calculation for each
stimulus.
The mean pooled hemodynamic variations for each stim-
ulus contrast, averaged over observers, are shown in Fig-
ure 8. The standard errors are bounded by 0.15 μM and
0.34  μM for Δ[HbO2] and 0.04 μM and 0.06 μM for
Δ[HbO2] (solid red circle) and Δ[HHb] (solid blue square) as a function of  VEPrms Figure 10
Δ[HbO2] (solid red circle) and Δ[HHb] (solid blue square) as a function of  VEPrms. The bars represent the standard errors 
(SE) evaluated over the nine subjects whereas the dashed lines represent the best linear fit of the data. Very small SE may be 
hidden by plot symbols.
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Δ[HHb]. As shown in the figure, a logarithmic trend of
hemodynamic response as a function of stimulus contrast
is observed. Strong linear correlation (R = 0.998 and
0.997 for Δ[HbO2] and Δ[HHb], respectively) is found
between Δ[HbO2] and Δ[HHb] changes and the logarithm
of contrast.
Figure 9 shows the mean electrical signal detected  VEPrms
for each stimulus contrast, averaged over observers. The
standard errors are bounded by 0.18 μV and 0.20 μV. Also
in this case we observed a strong linear correlation (R =
0.994) between  VEPrms and the logarithm of contrast.
There was a linear relationship between hemodynamic
response and VEP response during graded visual stimula-
tion: indeed, strong linear correlation was found between
Δ[HHb] and  VEPrms, as shown in Figure 10 (R = 0.988 and
0.984 for and Δ[HHb], respectively).
Even if the number of subjects is not sufficient to run sta-
tistical analysis, the small intrasubject standard deviation
suggests that all subjects might have, in the visual cortex,
roughly a similar electrical and hemodynamic response to
the windmill pattern stimulation.
Neither NIRS nor electrical response is a linear function of
contrast, but both increase monotonically with stimulus
contrast. A "logarithmic" type of nonlinearity is evident
for both the responses. Our study investigated simultane-
ous effects of visual contrast on hemodynamic and VEP
responses. We found a strong correlation between visual
log contrast and NIRS signals as well as between log visual
contrast and VEP. To our knowledge, the present study is
the first to address the issue of simultaneous assessment
of NIRS and VEP during graded contrast visual stimulus.
Nevertheless, our results are consistent with other studies,
which have explored the effect of visual contrast on VEP
[21,29,30]. The 'logarithmic' hemodynamic response that
we observed is also in agreement with previous studies
using Doppler [29] and fMRI BOLD [31].
It seems that both hemodynamics and VEP show satura-
tion behaviour at high visual contrasts. This result is sup-
ported by animal studies of primary visual cortex neurons,
which have shown that the contrast response function of
spike rate responses has a sigmoidal shape. In general,
neurons show an increasing response that is nonlinear at
low contrasts, and a linear increase up to a certain contrast
level at which the response reaches its asymptote [32-34].
Like the neural responses, fMRI BOLD signal was also
found to be a nonlinear function of stimulus contrast
[31]; however, a linear system analysis on the fMRI
responses predicted a linear relationship between the
hemodynamics and neural activity [35], as observed in
our study.
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